The "Personal Computer": A Fully 
Programmable Pocket Calculator 

This 1 1 -ounce battery-powered marvel has the computing 
power of an advanced scientific pocket calculator and 
is programmable as well, so it can adapt to any number of 
specialized uses. 

by Chung C. Tung 
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AN ENGINEER OR SCIENTIST in need of an on- 
the-spot answer in the laboratory, a pilot mak- 
ing an in-flight course correction, a surveyor running 
a traverse in the field, a businessman estimating 
returns-on-investment during a conference, a physi- 
cian evaluating patient data — it isn't difficult to 
think of everyday examples of people whose profes- 
sions require certain types of calcula- 
tions over and over again. Were one 
available, a computer or programmable 
calculator would obviously be of great 
assistance to such people. Unfortu- 
nately, you can't carry one of those 
around in your pocket, can you? 

You can't, unless it's battery-pow- 
ered, weighs only 312 grams, and 
measures only 8.1 x 14.7 x 3.4 cm, 
like the HP-65 Pocket Calculator. 
This new computing device is a 
combination of electronic calculator 
and general-purpose small compu- 
ter. It offers the convenience and 
easy operation of a calculator, but 
its programmability makes it versa- 
tile enough to fit the needs of a wide 
variety of disciplines, including 
science, engineering, finance, sta- 
tistics, mathematics, navigation, 
medicine, surveying, and many 
others. 

Although the HP-65 is designed 
to operate in a logical, easy-to-leam 
way, it is capable of sophisticated 
computations. It has 51 built-in 
mathematical functions and data- 
manipulation operations, a four- 
register operational stack, nine 



Fig. 1 . The first fully programmable pocket cal- 
culator has 51 preprogrammed operations, a 
100-step program memory, five user-definable 
keys, and a tiny magnetic card reader-recorder. 
After a program card is read it can be placed in 
the window above the keyboard to show the new 
functions of the user-definable keys. 



keys. It can run programs that have as many as 100 
steps. There are two program flags and four compari- 
son tests for program branching. 

Perhaps most significant is that within its small 
package the HP-65 contains a tiny magnetic card 
reader and recorder. Users can store their programs 
on magnetic cards for later use, or they can take ad- 
■■■■■■H^ vantage of hundreds of preprogrammed 
cards containing programs commonly 
used in various disciplines. 



Keyboard Design 

The HP-65 inherits its 

size and shape from its 

ancestor, the HP-35. However, its 

keyboard layout is quite different. 

Thirty-five keys control more than 

eighty operations (see Fig. 1). 

In the interests of logical operation 
and simplicity, many different tech- 
niques were used in designing the 
keyboard layout. Keys of the same 
nature are grouped into clusters. 
Some nomenclature has been placed 
on the lower side of the keys to re- 
duce busyness. Nomenclature for 
multiple-keystroke operations is 
color-coded to make the keystroke 
sequences associative. All func- 
tions are classified as immediate 
(+,— ,X,-f-), direct, inverse, or mis- 
cellaneous, and are grouped and 
color-coded accordingly. Key sizes, 
colors, value contrast, and nomen- 
clature have all been chosen to 
guide the user. 

Arithmetic operations (+,— ,X,-r) 




addressable data registers, and five user-definable and data entry keys are in the same locations as on the 



PP.INTE0 IN U.S.A. 



© HEWLETT-PACKARD COMPANY, 1974 



HP-35. Data entry keys include the digits through 9, 
the decimal point, the ENTERf key used for entering 
values into the four-register operational stack, and 
the EEX (enter exponent) and CLx (clear display) keys. 

Keys in the top row, labeled A, B, C, D, and E, stand 
for user-definable functions or subroutines. In the se- 
cond row, the GTO (go to), LBL (label), RTN (return), 
and SST (single step) keys are used for programming. 
The DSP (display) key is used for formatting the dis- 
play. Numbers can be displayed either in fixed-point 
notation or in scientific notation with a selected 
number of digits after the decimal point. 

Keys in the third row, labeled f, I -1 , STO, RCL, and 
g, are all prefix keys. They have to be followed by one 
or two more keystrokes to complete a command. 

At the lower right corner of the HP-65 keyboard is 
the R/s (run/stop) key. Pressing it begins program 
execution. Execution of a running program halts if 
an R/S step is encountered in the program. 

User-Definable Keys 

When power is first applied to the HP-65 the top- 
row keys (A,B,C,D,E) call for the functions 1/x, Vx^ 
y x , x±^y, and Rj, (roll down the operational stack). 
However, the functions of these keys can be changed, 
either by keyboard programming or by inserting a 




Cover: In the background 
is Model 91 00 A, HP's first 
calculator, a huge success 
when it was first introduced 
in 1968 at a price of $4900. 
The HP-65 in the foreground 
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previously recorded magnetic card into the HP-65's 
reader slot. The new functions of the keys can be writ- 
ten on the card and the card inserted into the window 
above the top row of keys to show the new functions. 
With the five definable keys, the user can readily 
change the HP-65 into a specialized calculator tai- 
lored to his needs. For example, Standard Pac pro- 
gram 11 A, a compound interest program, changes 
these keys to n (number of periods), i (interest rate), 
PV (present value), FV (future value), and COM- 
PUTE, similar to keys on the HP-80 financial calcula- 
tor (see Fig. 2). Standard Pac 06A, a 7r-network imped- 
ance-matching program, converts the HP-65 into an 
electrical engineer's calculator. Given input and out- 
put resistance, frequency, and Q, the program com- 
putes the values of the two shunt capacitors and the 
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This program computes the answers to compound interest prob- 
lems using the basic formula: 



FV = PV (1 +i/100) n 



where: 
n = 



PV 



FV 



Number of time (compounding) periods. 

Interest rate per time period (in percent). 

Present value (value at the beginning of the first time 

period). 

Future value (value at the end of n time periods). 



Any three of the variables (n, i, PV, FV) can be inputs. The pro- 
gram computes and stores the fourth variable. Input variables 
can be entered in any order and need not all be reentered to 
change one variable. 



HP-65 User Instructions 



STEP 


INSTRUCTIONS 


INPUT 

DATA/UNITS 


KEYS 


OUTPUT 

DATA/UNITS 
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Enter program 




I II I 
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Initialize 




| RTN || R/S | 
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Input three of the following 




I II I 






n 


n 


I A |l I 


n 




and/or i 


i(%) 


I B II I 


i(%) 




and/or PV 


PV 


I c || | 


PV 




and/or FV 


FV 


I D || | 


FV 
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Compute the remaining variable 
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n 
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n 




or i 
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i(%) 




orPV 
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orFV 
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To modify problem go to 3 and 
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change appropriate Input(s). 
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Fig. 2. Users may write their own programs and store them on 
blank magnetic cards, or may take advantage of many pre- 
programmed cards. This compound interest program con- 
verts the calculator into a financial calculator. 



PI NETWORK IMPEDANCE MATCHING 



PI NETWORK 
IMPEDANCE MATCHING 
Rl® f® Cl 

R2® Q® C2 



STD 06A 

I T j£| 



A lossless network is often used to match between two resistive im- 
pedances, Ri and R2, as shown. 




Given the values of R1 and R2, the frequency f, and the desired cir- 
cuit Q (center frequency/desired half-power bandwidth), the values 
of C1, 62, and Li can be found. 

Notes: 

1 . R1 must always be greater than R2 and 



Q> VR1/R2-I 



2. Circled numbers on the magnetic card designate the register in 
which a variable is stored. 



HP-65 User Instructions 



STEP 


INSTRUCTIONS 


INPUT 

DATA/UNITS 


KEYS 


OUTPUT 

DATA/UNITS 
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Enter program 




1 II 1 
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Initialize 
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Input Ri 
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and R 2 
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and f 
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and Q 
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Q 
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Compute Ci 
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Compute C2 
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Compute Li 
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For new case change appropriate 
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input in step 3. 
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Fig. 3. This program converts the HP-65 into an electrical 
engineer's calculator. 

series inductor (see Fig. 3). 

For more information on HP-65 keys and program- 
ming, see the article beginning on page 8. 

Magnetic-Card Reader/Writer 

The HP-65's built-in magnetic card reader/re- 
corder uses mylar-based ferrite-oxide-coated cards 
0.95 cm wide and 7.1 cm long. Each card can store 
100 program steps or 600 bits of information. A two- 
track self-clocking recording scheme is used to maxi- 



mize the system's tolerance to head skew and motor 
speed variations (see box below). 

When the right-hand switch just below the display 
is in the RUN position, insertion of a card into the 
reader slot in the right side of the calculator triggers 
the motor and read circuits. All 100 program steps on 
the card are read into the calculator's memory. 

When the same switch is in the W/PRGM position, in- 
sertion of a card triggers the motor and writing cir- 
cuits, and the contents of the calculator's memory are 
written on the card. A card that has the file-protect 
tab (upper left corner) clipped off will not trigger the 
writing circuits; the program on the card is thereby 
protected against accidental erasure. 

More information on the design of the tiny card 
reader is contained in the article beginning on page 
15. 

System Organization 

Like its ancestor, the HP-35, the HP-65 contains an 
arithmetic and register circuit, a control and timing 
circuit, and three read-only-memory (ROM) circuits. 
In the HP-65, each ROM is actually a quad ROM con- 
taining the equivalent of four single ROMs. Like its 
more recent predecessor, the HP-45, the HP-65 also 



A Self-Clocking 
Two-Track Recording Technique 

When the HP-65 records a program on one of its small 
magnetic cards, it places two side-by-side tracks of varying 
magnetic flux on the card. One track represents the logical 1's 
in the binary data stream coming from the program memory, 
and the other track represents the logical 0's. The 1 track con- 
tains a flux reversal for each 1 in the data sequence and no flux 
change for each 0. The track contains a flux reversal for each 
and no flux change for each 1. The diagram shows an 
example. 

The technique is self-clocking because there is a flux transi- 
tion for each bit. Thus no separate clock track is needed. 

The scheme also maximizes the system's tolerance to head 
skew and motor speed variations. The data can be recovered 
correctly even if a transition in one track almost overlaps a 
transition in the other. By contrast, other two-track schemes 
usually have one clock track and one data track, and may mis- 
read data when there is only minor misalignment of clock and 
data transitions. 
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Fig. 4. Inside the HP-65. 



has a data-register circuit. New in the HP-65 are a pro- 
gram storage circuit, a card-reader control circuit, 
and a card read/write circuit. Fig. 4 is a photo of the 
components and Fig. 5 is a block diagram. 

The data register circuit is made up often address- 
able data registers of 56 bits each, enough to store 14 
digits each. Data register is used to implement a 
LSTx (last x) function and always contains the pre- 
viously displayed number. Registers 1 through 9 are 
addressable from the keyboard. Addresses and data 
are transferred between the data register circuit and 
the arithmetic and register circuit by way of a bidirec- 
tional BCD bus. 

The program storage circuit stores the user's pro- 
gram. Each program step is stored as a six-bit word. 
There are 100 words of storage. 

The program memory is designed to act like a ca- 
rousel. The memory is implemented in a dynamic 
shift register. Program words, a pointer, and a begin- 
ning-of-memory marker circulate continuously in 
this register, a complete circulation taking approxi- 
mately 3Vz milliseconds. The pointer always points 
to the next program word and can move freely within 
the memory. Thus program steps can be inserted into 
the program or deleted from it at any point, without 
re-keying the other steps. Addressing is symbolic 
rather than absolute, and label-searching hardware 
is built into the program storage circuit. 

When the calculator is in use, every keystroke 
places a corresponding keycode on the I A (instruc- 



tion address) bus. This code is stored in the buffer of 
the program storage circuit. If the calculator is in 
W/PRGM mode, the code is then inserted into the pro- 
gram memory. If the calculator is in run mode, the 
keystroke is executed. 

When a stored program is executed, the pointer 
points to the next executable memory word and the 
buffer contains a copy of that word. The buffer con- 
tents are decoded and placed on the I s bus as a 
microinstruction that causes the calculator to enter 
a subroutine in the ROM to service the key that was 
pressed. 

Card Reader Circuits 

The card-reader control circuit and the program 
storage circuit together form a complete memory cir- 
culation path. When the HP-65 is used as an ordinary 
calculator the card-reader control circuit merely 
short-circuits the data-in and data-out lines of the 
program storage circuit. 

When a card is being read, the card-reader control 
circuit places the outputs of the head sense amplifier 
onto the data-in line of the program storage circuit. 
When a card is being written the card-reader control 
circuit takes the memory words in sequence and 
transforms them into recording signals for the head 
write amplifiers. 

When two unsynchronized sequential memories 
like the program memory and the magnetic card are 
working together, timing and control are critical. 




Fig. 5. Architecture of the HP-65 is stack and bus oriented, like earlier HP pocket calculators. 
New circuits are the program storage circuit, the card-reader control circuit, and the card 

read/write circuit. 



Therefore, during reading or writing the card-reader 
control circuit assumes control of the program mem- 
ory and controls the movement of the pointer. 
Thus only limited handshaking is needed between 
the card-reader control circuit and the program stor- 
age circuit. 

The magnetic-card read/write circuit is a bipolar 
LSI (large-scale-integrated) circuit. It serves as the in- 
terface between the magnetic read/write head and 
the card-reader control circuit. There are two identi- 
cal channels on the chip , each consisting of a read am- 
plifier, a threshold detector, a latch, and a write am- 
plifier. 



The read amplifier takes a one-millivolt signal 
from the head, amplifies it approximately 200 times 
and feeds it into the threshold detector. The detector 
removes noise and triggers the latch to provide a log- 
ic signal to the card reader control circuit. The write 
amplifier takes logic information from the card- 
reader control circuit and transforms it into a record- 
ing current that flows through the inductive head 
and generates the flux that magnetizes the card. 

The read/write circuit also provides a dc motor con- 
trol circuit that regulates the widely varying battery 
voltage so the card-reader motor runs at constant 
speed. 
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SPECIFICATIONS 

HP-65 Programmable Pocket Calculator 



PRE-PROGRAMMED FUNCTIONS: 

TRIGONOMETRIC: sin x • arc sin x • cos x • arc cos x • tan x • arc tan x 

LOGARITHMIC: log x . Inx . e x . 10 x 

OTHER: y x • \ r ~x • 1/x • ir • x 2 • n! • conversion between decimal angle, 

degrees/minutes/seconds, radians or grads • rectangular/polar coordinate 

conversion • decimal/octal conversion • degrees(hours)/minutes/seconds 

arithmetic • integer/fraction truncation 
OTHER FUNCTIONS: 

REGISTER ARITHMETIC: Addition, subtraction, multiplication or division in 
serial, mixed serial, chain or mixed chain calculations 
FEATURES: 

DISPLAY: Up to 10 significant digits plus 2-digit exponent and appropriate signs 

DYNAMIC RANGE: 10~" to 10 99 

Primary functions activated by single keystroke: alternate functions use prefix 
keys 

Five user definable keys 

Four-register operational stack 

Program memory for storage of up to 1 00 steps 

Single step running and/or inspection of a program 

Insert/delete editing features 

Nine addressable memory registers 

"Last X" register for error correction and number reuse 

Two flags forskip or no- skip programming or branching to another part of program 

x#y, x=sy, x=y, x>y relational tests 

Magnetic card reader/writer 

Built-in counter 

Automatic decimal point positioning 

Selective round-off; range: 0-9 decimal places 

Two display modes: fixed point and scientific 

Indicators for improper operations and low battery condition 



Operates on rechargeable batteries or ac 

Light-emitting diode (LED) display 
APPLICATION PROGRAM PACS: 

Standard Pac (17 miscellaneous programs, 2 diagnostics, 1 head cleaning card, 
20 blank cards) 

Math Pac I (40 mathematical programs) 

Math Pac II (33 mathematical programs) 

Stat Pac I (37 statistical programs) 

Survey Pac I (34 surveying programs) 

Medical Pac I (33 medical programs) 

EE Pac I (35 electrical engineering programs) 
POWER: 

AC: 1 1 5 or 230 V, ± 1 0%, 50 to 60 Hz, 5 watts. 

BATTERY: 500 mW derived from nickel-cadmium rechargeable battery pack. 
WEIGHT: 11 ounces (312 g) with battery pack. Recharge: 5 ounces (155 g). 

SHIPPING WEIGHT: approx. 3 lbs (1.4 kg). 
DIMENSIONS: 

LENGTH: 5.8 in (14.7 cm). 

WIDTH: 3.2 in (8.1 cm). 

HEIGHT: 0.7 to 1.4 in (1.8 to 3.4 cm). 
TEMPERATURE RANGES: 

OPERATING: 32°F to 104°F (0°C to 40°C). 

CARD READER: 50°F to 104°F (10°C to 40°C). 
PRICE IN U.S.A.: $795. Includes rechargeable battery pack, 115/230V ac 

adapter/recharger, soft carrying case, safety travel case, owners handbook and 

quick reference guide, program forms, standard pac of prerecorded cards, HP-65 

Newsletter, and 1-year subscription to Catalog of Contributed Programs. 
MANUFACTURING DIVISION: ADVANCED PRODUCTS DIVISION 
19310 Pruneridge Avenue 
Cupertino, California 95014 U.S.A. 



Programming the Personal Computer 

Wherein are revealed the functions of the keys, how 
problems are solved, and a bit of what goes on inside. 

by R. Kent Stockwell 



¥ 



THE HP-65 CALCULATOR uses the same reverse 
Polish keyboard language, the same four- 
register operational stack, and the same architecture 
as its predecessors, the HP-35, 1 the HP-45, and the 
HP-80. 2 It also has two important features that are 
new to hand-held calculators. One is its greatly ex- 
panded function set, and the other is program- 
mability, complete with conditional and uncondi- 
tional branching, user-definable functions, and 
magnetic-card program storage. 

Function Set 

Thirteen HP-65 keys are for data entry. These are 
the digits to 9, the decimal point, CHS (change sign), 
and EEX (enter exponent). Numbers may be entered 
with or without a power-of-ten exponent. 

Keyed-in digits set the value of the X register, which 
is also the display, in the four-register operational 
stack.* The CLx (clear x) key allows corrections. Any 
other key except SST and R/S terminates entry of a 
number. 

The four arithmetic functions (4-, -, x, -=-) operate 
on x and y, the contents of the X and Y registers. Oper- 
ands are loaded into the stack with the ENTERt key; 
they may then be operated upon by the function keys. 
Operations execute immediately and results appear 
inX. 

Thirty-three other functions derive from using 
three prefix keys (f, I -1 , g) to condition eleven suffix 
keys (digits 0-9 and decimal point). The two gold- 
colored prefix keys, labeled f and f 1 , access the func- 
tions printed in gold above the suffix keys and the in- 
verses or complements of these functions. The blue 
prefix key, g, accesses the functions printed in blue 
on the angled lower side of the suffix keys. (The no- 
prefix meanings of the suffix keys appear on their 
top faces.) All of these functions execute immediate- 

*Capital letters are names of registers and lower-case letters are register contents. 



ly, operating on x, or x and y, or the entire operational 
stack. Thus, for example, the key sequence f 4 obtains 
sin x in the display, f 1 4 obtains sin -1 x, and g 4 ob- 
tains 1/x. 

Computations requiring more data storage than is 
provided by the operational stack may use any of 
nine data storage registers. For example, pressing 
STO 4 stores x into register four, leaving x un- 
changed. Pressing RCL 4 recalls r 4 to X, leaving r 4 
unchanged. Arithmetic accumulation to any storage 
register is accomplished by inserting the desired op- 
eration key between STO and the digit key that ad- 
dresses the register. Thus the key sequence STO 
<arithmetic operatorxdigit n> gives r n <arithmet- 
ic operator>x in register R n and leaves x in the dis- 
play. 

The user can change the display format as required 
by the particular problem. The key sequence DSP 
<digit n> rounds the display value to n digits after 
the decimal point in scientific notation,* while DSP. 
<digit n> results in an absolute display rounded to n 
digits following the decimal point. For example, 
12.366 gives 1.24 01 in DSP 2 mode and 12.37 in 
DSP . 2 mode. Display rounding does not affect inter- 
nal values. 

All functions involving angles, that is, sin, cos, tan, 
R-»P (rectangular to polar conversion),— * D.MS 
(conversion to degrees, minutes, seconds), and the in- 
verses of these functions accept arguments or pro- 
duce results in degrees, radians, or grads, set by the 
key sequence g ENTERf or g CHS or g EEX, respective- 
ly. These settings remain in effect until changed. 

On the theory that users should be able to correct 
key-sequence errors with minimal effort, any prefix 
key overrides any previous prefix key, and the se- 
quence f ENTERf clears any prefix keys. Thus, for ex- 
ample, the key sequence STO + f g g 4 gives 1/x, 

•One digit to the left of the decimal point with power-of-ten exponent, e.g., 2.54 x 10' 2 . 



while g f ENTERf 4 gives the value 4 in the display. 

By now it must be clear how key conditioning with 
color-coded keys and legends has been used to pro- 
vide access to many functions with a limited number 
of keys on a small keyboard. Although another level 
of conditioning would further expand the function 
set (e.g., f g 4 or f 1 g 4 or g f 4 could possess func- 
tional meanings), this would greatly increase key- 
board complexity, keyboard busyness, and internal 
control programming. For these reasons, most of the 
key conditioning remains at the one-prefix level. 

HP-65 functions are listed on page 14. Fig. 1 shows 
an example of a problem solution. 

Programming 

All operations described so far apply when the 
switch in the upper right-hand corner of the HP-65 
keyboard is in the RUN position. When this switch is 
in the w/PRGM position, the keystrokes are stored in 
the 100-step program memory instead of being exe- 
cuted. Twenty-five frequently used two-keystroke 
sequences merge into a single memory step; thus 
the program memory may actually contain more than 
100 keystrokes. 



Problem: 




Evaluate V B - — ln(-|^ + l) - RI D 

q is 




for V B = 8 volts, kT/q - 0.026 volts, l D = 6 x 10" 


1 amperes, 


l s = 10~ 10 amperes, R = 1200 ohms 




Solution: 
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8 


8 


8 






Calculator in DSP 2 Mode 







STO 1 


RCL 1 


g Ri 




STO 2 


RCL 2 


g R? 




STO 3 


RCL 3 


g x?±y 




STO 4 


RCL 4 


g LSTx 




STO 5 


RCL 5 


g NOP 




STO 6 


RCL 6 


g x+y 




STO 7 


RCL 7 


g xsy 




STO 8 


RCL 8 


9 *=y 

g x>y 





Fig. 2. User programs may have as many as 100 steps. 
These twenty-five keystroke sequences merge into a single 
step. Thus programs may contain more than 100 keystrokes. 

The memory itself contains no absolute addresses. 
Instead, it is a circulating shift register organized in- 
to six-bit words. One word is a marker that denotes 
the boundary between the beginning and the end of 
the memory. Another word is a pointer which 
denotes the last step executed in run mode, and the 
last step filled in program mode. As a program runs, 
this pointer is moved down through memory. 
Branching is accomplished by moving the pointer to 
the location of the destination label. User-defined 
function calls are implemented by leaving the main 
pointer at the call and activating a second pointer at 
the function location (see Fig. 3). When the return to 
the calling location occurs, the second pointer is 
deactivated and the first pointer reactivated. Neither 
the marker nor the pointers subtract from the 100 
user steps. 

Programs may contain three types of tests to allow 
conditional execution of all operations. These are x-y 
comparisons (x=£y, x^y, x=y, x>y), four flag tests 



Main Program 



Main Pointer Deactivated 
at Function Call 



Function A 
Last Step Executed 

Second Pointer 
Active Part Way 
Through Function 

Next Step to Be 
Executed 





Main Pointer 
R/S 

L BL 
A 
f 
Second Pointer 
Cos 
RTN 




Fig. 1. An example of HP-65 use as a scientific calculator. 



Fig. 3. The program memory circulates continuously, its 
beginning and end denoted by a marker. The main pointer 
moves as programs are entered or executed. A second 
pointer is activated when a user-defined function is called. 



Problem: 



Flow Chart for Iteration: 



Find the diode current l D in the circuit shown. Also find its sensitivity 
with respect to V B and Ft, i.e., 9Id/SV b and ain/SR. 

M 



v B - 



Equations: 



Initialize 
Counter 



V B =^ln(-^ + l)+RlD 



_ajo 
av B 

aip_ 
aR 



(■cW + "]" 



L q v Id + ls 



Compute 
f[lo(n)]/l'[l D (n)] 



-'^(uVrJ^]" 



■q V I D + Is 7 



Is = diode saturation current in amperes 

R = resistor value in ohms 

V B = battery voltage in volts 

kT/q = thermal voltage in volts 



Algorithm: 

For Newton-Raphson iteration, 




Display 
lo(n) 



( Stop J 



l D (n + 1) = l D (n) 



where l D (n) = nth guess 



f Ilp(n)] 

f'[l D (n)] 



•[l D ( n )l = function evaluated for nth guess 

f'[l D ( n )] = first derivative of function, evaluated for nth guess 



l D (n + 1) = (n + 1)st guess 



Let 



fflo) ; 



kT, /I 



n(| D +l)-RI D 



Then rcy^-^-Lj-)^] 



Specify convergence criterion: if [b(n + 1) - b(n)| < C 
the algorithm halts. 

Program halts after ten iterations. The user may then 
start ten more iterations. 



Example: 



l s = 10" 10 A 


Load card and 


ollow user instruc 


R = 1.2 kfl 
V B = 8V 






kT/q = 0.026 V 


Results: 




C = 10~ 9 A 


b 
ai D /av B 


= 6.278A 

= 0.8305 mA/V 




ai D /aR 


= -5.213 /iA/fi 



Time required to compute Id (step 3): 11 seconds. 



Compute & Store 

l D (n + 1) 
Decrement Counter 




(Continued) 



Fig. 4. An example of HP-65 programming. A common problem in many disciplines is the solu- 
tion of irreducible equations, such as x = 5 In x. Finding the answer requires a clever first guess 
at the solution and, based on the results of the first guess, an even more clever second guess, 
and so on. The iterative procedure, tedious if done manually, can often be automated. In this 
example the Newton-Raphson method is used to solve an electrical engineering problem. 
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Program: 



HP-65 Program Form 

Diode- Current lie-ration 



Page / 



LBL 2.3 Compute, -file) 
D It 

'(U. I 34 01 
[a. 2 34 02. 



CODE 
SHOWN 

£4 Dane 



COMMENTS 



HCLZ- 
KCJ.3 



. 3 34 05 



SI 



01 
31 



" 1 

An. 07 

- : si ^ 

geL4 34 04 
RO. 2 34 02. 

X II 

— SI 
ZfN 24 Leases til,,) in X, 



\KXN 2+ Done., It, in 
IZiLZyt-02. Upds+e. I D 
SlSTr. 35 oo a 

- Si 
STO 2 33 02. 

9 34 cVieai. no. iterations 

bSL 83 

4ro 22 

2 02. •; 

9 oi IB iterations done. 



34 m 

34 02. 



COi.4-34 04 

01 





-f 

TAN 

SIS 84 Pgalay 9fWWWx«' 

CO. 2 34 02. ~ ' 

C/s 84 "display Current In 

QTO 22. ' 

I o\ Iterate 10 rrore times 

LBL 23 Compute dl B /dV s 



oo 
31 
00 



B 



12. 



CMS 
RfN 

■L&L 

A 

££X 

C«5 
3 
STO 2. 
i-BL 
I 
I 

A 



42. 



e » 
as i 4i 

'/V 04 

KTN 2A 

LBL 2.1 Con 

C 13 
RlLl 34 02. 



24 U*xstU D )mX,oUXini £ '* 
ajierate tbr l„ 



lit. 



LBL 
2. 

D 

£ 



43 First a U ££$,= IO~ : 'AMP 

03 

33 02. 
23 Inrtialiie Counter 

01 

M T 

00 
33 08 



23 Iterate 
02. 

a 



9 

flBS 

eo-o, 

xBo-Z 



oo 
«i4|f6 o )/f'C/ )|<c? 

34 02 



RTN 24 
NOP 35 01 
NOP 35 01 



RiXT/o_ 
"3 /< 



H4 e 



R s v. 



Re C 

R ; 

Ra Counter 



RtSerateh, 



Mrfe: Z>*E called 
as -func-f'ons 
£y -the 
iteration 
proqram t C . 
-Thuci, -to define. 
<3 new problem. 
si/np/y redefine 

wydfU.y 

-fWic+zons &*e- 
<3nd 3j required 
■+t\C .-Pir**- qycifi 
yi -fu/K'+iOYi A- 



\m 



HP-65 User Instructions 

Diode- Curres)4- /-fers-Hcn 

.rammer K- AC- S-fOOkj/VOM 



_ Page *- ol i 
Da, 3/6/74- 



'» rn«.r*4»i «4)if(/, 



33 XL 



I I I I 



INSTRUCTIONS 



I Enter Card ' 

Z /npu-rs CAny Order J) 
Thermal Votfaqe 
Safura-r-iori Curren-r- 
Besis^ance 
Battery Vo tfage 
Convergence. Criterion 
Comput-e. Diode durrertt 
l-f display <?.<ww) < ? < t *.io r, ) 

do 4- and 6, 
Otherwise skip 4o (, 
4- Display Resent Diode. dwrrent 
6 Con-h'nue. C Qo to 3, iterate, -ten 

more +1 mes ) 

fc e*ier cahJate voU-aqe. sur\si4ivi-hj 

or 

lakulate re=.isTanc&sensrfiMi+y 

or- 

ca/culate -PC/ D ) 

Or" 



/ 5 , Amps 

£, OHMS 

/e ,Vofc 
C.mPs 



_SAlcula+e.4"Cl b ) 
or 
go to 2. and re-etnfer- any 
or a// /npu+s -for a new 



iroO 



[lw][XD 



f3Toir»~i 

rsrsirsH 

I »TB II t, I 

EZICZ5 



1 11 1 



ejs 



b 



le~ 



LTZDIZrj 



L7^ 



izrjizrj 



I h . nips 



/ b .fmPs 



»', *b/ 

75' VoHs 



S«'0f 



/l"4).K* 



(there are two flags, each of which may be set or 
cleared and then tested for set or clear), and decre- 
ment and skip if zero (dsz). Except for dsz, each test, 
if false, causes program control to skip the next two 
memory steps; otherwise, execution continues nor- 
mally. The DSZ operation decrements data-storage 
register R 8 by one, using integer arithmetic, and if 
the result is zero, program control skips the suc- 
ceeding two steps. 

Literal labels with the GO TO function implement 
branching. Thus LBL<n> is the destination for GTO 
<n>, where n is a digit or a key A-E in the top row. 

The HP-65 user may store two types of programs in 
the program memory. First, he may precede a section 
of memory containing various functions with lbl 
<m>, where m is A, B, c, D, or E, and terminate the sec- 
tion with rtn (return). Thereafter, pressing key A, B, c, 
D, or e in the RUN mode causes that memory section 
to execute immediately. Any or all of keys A to E may 
be defined but the sum of memory steps for all func- 
tions cannot exceed 100. These user-defined func- 
tions behave exactly like the preprogrammed func- 
tions described earlier, yet the user may create the 
functions to fit his special needs. 

The user's second option is to precede a block of 
code with a label definition and terminate it with the 
R/S (Run/Stop) key. In run mode this key stops an exe- 
cuting program; if no program is running, pressing 
the R/S key starts execution. Pressing GTO<label 
name>R/s then starts program execution, and the 
program halts at the R/S in memory. If the program 
starts at the beginning of memory no label is needed; 
in RUN mode control can be transferred to the begin- 
ning of memory by pressing rtn. Programs defined 
in this way may call any of the functions A through 
E; the desired key is simply entered into the program 
definition. 

The sst (single step) and del (delete) functions 
implement debugging and editing. In W/PRGM mode, 
each depression of SST advances the memory pointer 
one step and displays each memory step as a two- 
digit key code. These codes represent digit keys by 
their values and all other keys by a row-column index 
of the key position referenced to the upper left-hand 
corner of the keyboard. For example, the decimal- 
point key is in the eighth row, third column, so its 
code is 83. In the RUN mode, each depression of SST 
advances the memory pointer one step and executes 
the adjacent memory step. 

The key sequence g CLx in w/PRGM mode deletes 
the displayed memory step and moves up the next 
step to fill the gap. Any keys entered in w/PRGM mode 
are automatically inserted following the displayed 
memory step. Thus the replacement operation con- 
sists of a delete operation followed by the desired key. 
The sequence f CLx clears the entire memory. 
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Programs can be stored on magnetic cards for later 
use. Cards can be recorded and rerecorded as many 
times as desired. To protect a recorded program on a 
card, further recording can be prevented by clipping 
the notched tab on the upper left corner of the card. 
Users may write on the card and place it in a slot 
above the keys A through E, thereby labeling any 
specially defined keys. 

Fig. 4 shows an example of HP-65 programming. 

Firmware 

To direct the various computational and control 



functions of the HP-65, 3072 words of read-only mem- 
ory (ROM) are used. Each ROM word contains ten 
bits and constitutes a calculator microinstruction. 
Microinstructions grouped together in blocks per- 
form the various external functional tasks of the cal- 
culator. A task may require one block of words or 
several blocks woven together. For example, the CLx 
function requires only a few words, while the sin 
function uses the tan function, which uses the add 
function, and so on. 

Although production of efficient microcode is an 
iterative process, the first step is the choice or design 



HP-65 Normalization Routine 



User input form is stored in two processor registers, A and B. 



Example: 



23.624 x 10" 



92362400000902 



B 0200099999000 




— •• Display 

2 — *■ Display, Decimal Point 

Follows 
9 — ►- Blank 



Two Digit Exponent 
Exponent Sign (0 or 9) 
Ten Digit Mantissa 
Mantissa Sign (0 or 9) 



This is converted to internal normal form in a third register, C. For 
computational efficiency this is mantissa in sign-magnitude form 
with one digit to the left of an implied decimal point and exponent in 
ten's complement form (see ref. 4). In the mantissa sign position, 
9 represents minus, represents plus. Thus, -23.624 x 10~ 2 would 
store internally as 



9:2 3624 00 00099 91 



Program Listing: 










ROM 


Step 


ROM 


ROM 


Subroutine 


Number Address 


Code 


Addresses 


51 


L01063: 


in. . 




52 


L91064. 


. mi. l. I. 




S3 


L019G5: 


,111.11.1 


-> L1073 


56 


L01070, 


..u.ii.i. 




57 


L01071: 


u. i. . li. . 




58 


L01072: 


,1.11.1.1. 




59 


L01073: 


l. 




60 


L01074: 


. . li. . mi 


-> L1063 


61 


LB1075: 


u. ... n. . 




62 


L01076; 


l. . li. . . l. 




63 


L01077: 


11111. . 11 


-> L1174 


64 


L01100: 


. l u. 




65 


L01101: 


.l.ii.i.i. 




G6 


L01102: 


.11111.1 


-> L1076 


182 


L0U46, 


. liiui.i. 




183 


L01I47. 


. . in. . . n 


-> L1070 


10 4 


L81150: 


.1.1.1.1. 




185 


L01151: 


..mil 


-> L1071 


119 


L01167; 


in l. in. 




128 


L01170: 


. 1 1 . ill. 




121 


L01171: 


l. . li, . li. 




122 


L81172: 


.11.11.11 


-> L1146 


123 


L.0U73, 


i in. . li. 




124 


L01174, 


iii.i.ii. 





Program 
Statements 
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ccxs: 
p 
-> CtX] 



IF BCP J = 

THEN GO TO FIX5 
12 -> P 
IF AtP] >= 1 

THEN GO TO FIX2 
SHIFT LEFT AC M ] 
C - 1 ~> CIX3 
JSB FIX6 



c + i -> cr.xs: 

IF HO CARRY GO TO FIX3 
- C -> C[X] 
JSB FIX4 



A EXCHANGE CC Id ] 
C -> fltUl 
IF ACM] >= 1 

THEN GO TO FIX1 
-> ALU] 
A EXCHANGE C[M] 



Flow Chart: 



1 



Set C Equal 
to A 




Zero Normal 
Form 



Complement 
Exponent 



Correct Exponent 

For Decimal 

Point Position 



FIX6 



Remove Leading 

Zeros by Left 

Shifts and Adjust 

Exponent 



Done 



Program Listing Notes: 

Subscripts, e.g., C + 1 — »-C[X], refer to various register fields 
for arithmetic operation (see ref. 1). 

S = Mantissa Sign 

MS = Mantissa and Sign 

M = Mantissa 

XS = Exponent Sign 

X = Exponent and Sign 

P = Pointer 

WP = Word up to and Including Pointer, Right to Left 



Fig. 5. An example of the HP-65's internal microprogramming. Even such a seemingly trivial 

operation as digit entry requires careful design so it seems trivial to the user. Values must be 

displayed as keyed in, yet be normalized to a standard internal form. This is the normalization 

routine and the flow chart and ROM listing for it. 
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of an algorithm. This may involve such constraints 
as accuracy, execution speed, microinstructions re- 
quired, or even available design time. Next, a func- 
tional flow chart is drawn to outline the sequence of 
various operations and any conditional operations. 
This flow chart is then expanded to sufficient detail 
that it can be translated to microinstructions and im- 
plemented on a calculator simulator. More often than 
not there are implementation errors to correct; some- 
times the entire algorithm is faulty, requiring a new 
design. When the design is complete, integrated-cir- 
cuit read-only memories are produced. 

Where possible, the HP-65 uses the proven algo- 
rithm implementations from the, HP-35 and HP-45 
(trigonometric, logarithmic, and exponential rou- 
tines). This saved development time and reduced 
implementation error probabilities. 

Many HP-65 algorithms would provide interesting 
descriptions here, but one that demonstrates appre- 
ciable complexity is the digit-entry routine. Design- 
ing this seemingly trivial function so as to seem triv- 
ial to the user required considerable patience and 
careful thought. Usually, any entry will produce an 
undesirable result unless the designer specifically ac- 
counts for it. Values must be displayed as keyed in, 
yet they must be normalized to some internal form. 
The table below lists some of the design constraints 
on this algorithm. 



Digits before decimal 
point 

following 

Multiple 



Continue appending dig- 
its, increment internal 
exponent. 

Complement exponent 
sign 

Complement mantissa 
sign, or exponent sign if 
has been pressed. 



Such an algorithm was explained in a previous 
issue. 3 Fig. 5 shows the flow chart and ROM listing 
for the normalizing routine. 
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USER ACTION 

More than ten mantissa 

digits 
First key of new entry 



Extra digits after EEX 



Multiple decimal point 

Decimal point after EEX 
Leading zeros keyed in 



EEX first key of new entry 



Decimal point first key 

of new entry 
Digits after decimal point 



DESIRED RESULT 
Ignore all digits after tenth 

Overwrite existing x if key 
follows ENTERf or CLx; 
otherwise do automatic 
ENTER! 

Shift exponent left; new 
digit becomes least sig- 
nificant digit of 
exponent. 

Ignore all decimal points 
after first 

Ignore 

Accept and display lead- 
ing zeros, zero normal 
form. 

Enter one in mantissa; 
following digits enter 
exponent. 

Display only decimal 
point; zero normal form. 

Continue appending dig- 
its; no effect on internal 
exponent 
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APPENDIX 




HP-65 


Programmable 


Pocket Calculator 






Functions and Operations 


Arithmetic 






Other Preprogrammed Functions and Operations 


add 






extract integer or decimal portion of a number 


subtract 






factorial 


multiply 






recall value of tt to 10 significant digits 


divide 






convert decimal-base integers to or from octal-base integers 
"roll down" or "roll up" numbers in operational stack 
clear display 


Logarithmic 






clear operational stack 


natural logarithm (base e) 






clear all nine addressable memory registers 


natural antilogarithm (base e) 
common logarithm (base 10) 
common antilogarithm (base 10) 






recall last input argument from separate "last-x" storage register 

store or recall numbers from any of the nine addressable memory registers 

register arithmetic 

display formatting 


Trigonometric 






Program Structure and Edit Functions 


set operating mode (degrees, radians, or grads 






clear program memory 


sine 






user-definable keys (A-E) 


arc sine 






label 


cosine 






go-to 


arc cosine 






return 


tangent 






run/stop 


arc tangent 






no-operation 


add or subtract degrees/minutes/seconds 






set flag 1 


convert angle from degrees, radians, or grads 


to degrees/ m 


nutes/seconds and 


test flag 1 


vice versa 






set flag 2 


convert polar coordinates to rectangular coordinates and vice versa 


test flag 2 

x = y 
x # y 








Exponential 






x =s y 


square 






x > y 


square root 






decrement and skip on zero 


raising a number to a power (y x ) 






delete program step 


reciprocal (can be used with y x function to extract nth roots) 




single-step 
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Designing a Tiny Magnetic Card Reader 



<J| Here's how it was designed and how it works. 
by Robert B. Taggart 



ONE THING WE HAD WAS an abundance of ideas 
for tiny card readers. The HP-65 card reader 
project began in the electronic research laboratory of 
HP Laboratories before the introduction of the HP- 
35. The basic design goal for the card reader was to 
propel a magnetic card the size of a piece of chewing 
gum at a constant speed of 3% to 6V2 cm/s. Of course, 
it also had to fit inside the HP-35 package. 

Many schemes were tried, including music box 
mechanisms, hand feed, gravity feed, and dashpot 
systems. Motor-driven schemes didn't generate much 
enthusiasm at first. But one day while digging 
through a file on motors that was about to be dis- 
carded, I found a brochure describing a Swiss-made 
motor less than IV2 cm in diameter. Within a day we 
obtained two samples. They had ample torque and 
their unique construction provided very low brush 
noise. The motors had a tested lifetime of over one 
thousand hours. 

These tiny motors turn at speeds in excess of 10,- 
000 r/min. The problem of reducing this high speed 
down to 6 cm/s was solved by using a worm gear, 
which provides a large speed reduction in one stage. 
Other schemes were tried but the worm and wheel 
combination proved best. 

Gripping of the card under all conditions was an- 
other problem that had to be solved. The card is very 
small and would be handled extensively. Even 
grease could not be allowed to stand between a card 
and good gripping. Plastics and rubbers of various 
kinds and textures were tried. We tried to put tire- 
like treads into the rubber and even put ridges in the 
card for better grip. But finally we found a polyure- 
thane rubber with the right texture that grips even 
when the card is coated with oil. 

The major problems we faced were caused by trying 
to squeeze so much information onto such a short 
card. If the card could have been longer the design 



would have been much easier. However, having a 
short card offers the user the convenience of labeling 
the top row of keys with the program card. This re- 
stricted the length of the card to less than the width of 
the calculator. All kinds of things become critical in 
trying to read and write on short magnetic cards in 
such a small machine at 300 or more bits per inch. 
Azimuth alignment of the magnetic head at 400 bits 
per inch must be accurate within ±Vt degree. The 
best way to align heads with this precision is under a 
microscope. But can you align a head to this kind of 
accuracy in a molded plastic part? Based on the HP 
Manufacturing Division's confidence in the plastic 
we decided to try. We succeeded, thereby achieving 
a significant cost saving over using a metal frame. Us- 
ing such a short card required bunching the magne- 
tic head very close to the drive roller and gear train. 
This unusual geometry combined with the tight toler- 
ances of ±0.001 inch on some dimensions made the 
reader frame a complex challenge. 

The short card and higher bit density created 
numerous problems related to keeping the vibration 
of the drive train to a minimum. Of all the problems 
we faced this proved to be the most difficult. Finding 
the right process for making the worm gear and refin- 
ing that process to a high degree made it possible. A 
method was developed to couple the worm gear to 
the motor and all these ideas combined to provide 
the necessary precision and smoothness. The bit-to- 
bit speed variation was held to less than 10%. 

Another challenging problem involved inventing 
the set of switches that turn on the motor when the 
card is inserted, then turn on the magnetic head when 
the card is over the head, and finally provide file pro- 
tection when the card corner is cut off. Three switches 
are provided. Some of these serve double duty in that 
they help wrap the card over the magnetic head for 
better head contact. The geometry of the switches 
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is unusual and many new ideas were required to fit 
three switches, a gear train, a drive roller, a backup 
roller, and magnetic head pole tips in a volume of 
\ x k x 1V4 x 2 a /2 cm. This very tight spacing was made 
necessary by the short card length and high bit 
density. 

The short card and the fact that the recording rate 
is controlled by the clock in the calculator requires 
that the speed of the card be kept nearly constant 
under conditions of varying temperature and humid- 
ity. For instance, with a slow clock and a fast card 
reader it is conceivable that the card might go 
through the machine before all the program could be 
recorded on it. Conversely, if the clock were fast and 
the card slow the bit density could exceed the maxi- 
mum permitted by the head alignment. 

To solve this problem the voltage across the motor 
is regulated and each machine's card speed is set 
within ±2% by an external trimming resistor on the 
bipolar circuit that sets the voltage across the motor. 
We had decided at the outset to use as large a motor 
as would possibly fit to maximize the amount of 
available torque. The greater the available stall 
torque the less sensitive the card reader will be to 
changes in load. This eliminates the need for feed- 
back speed control. 

Speed control turned out to be a very nasty prob- 
lem particularly at low temperature. It was discov- 
ered that at freezing temperatures the polyurethane 
rubber becomes hard as a rock. This increases the cur- 
rent drain on the motor enormously and reduces the 
card speed to almost zero. Numerous other types of 
rubber were tried, many of which remained softer at 
low temperature, but none of which gripped as well 
as one polyurethane composition. Eventually by in- 



creasing the thickness of the polyurethane we re- 
duced the magnitude of the problem. It was at this 
point that we appreciated the unique gripping prop- 
erties of this type of polyurethane. 

How the Card Reader Works 

Fig. 1 is a diagram of the card reader. As the card is 
inserted into the right side of the machine, it is forced 
against one edge of the card slot by one of two tiny 
leaf springs. This helps align the card with the mag- 
netic head. Pushing the card farther into the machine 
causes it to activate the motor start switch when the 
card approaches the rubber drive roller. This turns 
the motor on. 

Each of the three switches in the card reader is ac- 
tivated in the same way. The card displaces a nylon 
ball resting on the bottom of the card slot. Movement 
of the ball forces a tiny finger of copper to move up- 
ward. The end point of this copper switch finger 
makes contact with a contact pad on the underside of 
the keyboard printed-circuit board. The contact 
point of the switch moves a distance several times 
the thickness of the card to provide a reliable contact. 
Each switch is adjusted to the proper contact posi- 
tion during assembly. 

When the bipolar motor circuit is turned on a pre- 
cise voltage is fed to the motor terminals to establish 
the motor/card speed to within a few percent. The mo- 
tor turns at a speed near 10,000 revolutions per min- 
ute. The motor is directly coupled by a tiny poly- 
urethane sleeve to a miniature worm gear. The end of 
the worm gear rests against a thrust ball bearing and 
drives a helical gear. The helical gear is pressed onto 
the hub of the polyurethane rubber drive roller, 
which grips the card. 
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Fig. 1. The HP-65 card reader. 



Once the motor is turned on by the motor start 
switch the user must push the card another small frac- 
tion of a centimeter so the rubber roller will grip the 
card. The card is then pinched and driven between 
the rubber roller and a fixed tiny idler roller made of 
nylon. The card proceeds through the machine to- 
ward the magnetic read/write head. Little bumps in 
the plastic support plate combine with the switch 
balls to wrap the card over the gap of the head. 

As the card passes the magnetic gap of the head the 
leading edge of the card activates a second switch. 
This switch starts the write or read circuitry, depend- 
ing on the position of the W/PRGM-RUN switch. Activa- 
tion of this second switch lets the circuits know that 
the card is over the head and is assumed to be moving 
at the proper speed. 

At nearly the same time that the second switch is 
activated, a third switch may or may not be activated 
depending on whether the corner of the card is cut 
off. This is the file protect scheme, which prevents 
the user from writing over a previous program. When 
the second switch is activated the third switch is in- 
terrogated. If the third switch is not activated (the 
corner being cut off) the machine will not write over 
that card when the calculator is in the W/PRGM mode. 
The data is written/read by a two-track recording 
scheme which is described elsewhere. As the card 
proceeds out the left side of the calculator it is held 
against the side of the card guide by a second side- 
loading leaf spring. When the trailing edge of the 
card passes the motor start switch the motor and read/ 
write circuits are shut off. The card may then be re- 
moved from the machine. 

Fig. 2 shows the card-reader parts disassembled. 
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Fig. 2. HP-65 card reader parts: 
1. Motor 2. Idler roller 3. Switch 
activation balls 4. Thrust ball 
bearing 5. Card side loading 
springs 6. Rubber drive roller 
and helical gear 7. Worm gear 
8. Drive pin 9. Coupler 10. Coup- 
ler sleeve 11. Switch contacts 
12. Read/write head 13. Self- 
tapping switch adjustment screws 
14. Magnetic card, 7.1 cm by 
1 cm. 
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Testing the HP-65 Logic Board 

The board and its automatic test system are designed for 
rapid production testing and troubleshooting. 

by Kenneth W. Peterson 



DESIGNING AN INSTRUMENT for minimum cost 
means not only that parts and assembly costs are 
minimized. The time required for testing, trouble- 
shooting, and repair is also critical and must be held 
to an absolute minimum. Yet too many products are 
designed without giving adequate consideration to 
the time that can be spent analyzing and locating any 
faults that may show up in production testing. 

For a high-volume, complex product like the 
HP-65, computerized testing is the only feasible 
method. To aid the computer in diagnosing failures 
and isolating them to the responsible components, 
it's essential that access be provided to all of the pro- 
duct's pertinent nodes. The HP-65 logic board was 
designed with this in mind. 

The layout of the HP-65 logic board is shown in 



Fig. 1. Input and output lines are brought out to two 
edges of the board. Additional test points are routed 
to a third edge, giving access to a total of 45 test 
points. 
Test System 

A block diagram of the computerized tester de- 
signed for the HP-65 logic board is shown in Fig. 2. 
The tester functionally compares the operation of a 
known-good unit with that of a test unit. All outputs 
from the test logic board are interfaced to voltage-com- 
parison circuits to check for proper logic-level 
thresholds. 

As the tester exercises the reference and test units 
with identical inputs (either on the key lines or on 
the card reader lines), the units' outputs are captured 
in two pattern storage registers on each clock time. 
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Fig. 1. The HP-65 logic board is 
designed for automatic testing. 
/Access to 45 test points is provided. 
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The patterns are continually compared. If they ever 
fail to compare, their error condition is frozen in the 
pattern storage registers and a flag is sent to the com- 
puter. The computer can then request all pertinent in- 
formation from the tester, which keeps a record of 
events leading up to a failure. For example, microin- 
structions are saved and decoded to show which 
chip was talking on the calculator buses when the fail- 
ure occurred. Other information retained by the test- 
er is the present ROM address, the previous ROM 
address, the identity of the active ROM (one of 
twelve), the bit count at the time of failure, and the 
number of word times since the start of the test 
sequence. 

All this information and the contents of the two pat- 
tern storage registers are then sent to the computer. 
The computer sorts through the data with the aid of a 
diagnostic table and prints out the nature of the error 
and the component most likely to have caused it. 

Tester Architecture 

The HP-65 logic board tester has six main parts. 

The controller is a 32-state ROM machine with 16 
qualifiers and two-way branching on test conditions. 
There are eighteen instruction lines. Each state is- 
sues instructions that control the condition of other 
hardware in the tester. The controller also contains 
the master clock, a crystal-controlled oscillator set to 
the specified limit of the MOS circuits, 200 kHz. 

The interface circuits consist of a voltage compara- 
tor and buffer amplifier between each calculator's 



MOS circuits and the input to the pattern storage 
register, which is a TTL circuit. The voltage compara- 
tor checks the upper and lower limits of the logic 
levels. 

The pattern storage and comparator circuit con- 
sists of two 16-bit registers of D-type flip-flops with a 
16-bit parallel comparison circuit between them to 
check for parity. If the patterns do not compare after 
each clock period (5fj,s) an error flip-flop is set. The 
clock is then inhibited to each of the 16-bit pattern 
storage registers and the error condition is saved. 

Input/output information is received by the tester 
and transmitted to the computer over 16 parallel 
lines. Inputs are stored in a 16-bit buffer register 
which receives commands and data from the com- 
puter. Three of the input lines from the computer are 
assigned as output select control lines to specify 
which data to send back to the computer. The other 
13 input lines are used to control the logic board: six 
lines specify the key code (function), four lines simu- 
late switches to the card reader, one line varies the 
power-supply limits, and two lines are used for sta- 
tus information. 

A 16-bit, eight-channel multiplexer controlled by 
the three output-select lines is used to return data to 
the computer. A full handshake between the tester 
and the computer is done; this assures proper data- 
transmission timing. 

Inputs to the logic board are either through the key 
lines or the card reader control lines. The key lines 
are made through an 8 x 5 matrix. A six-bit code 
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Fig. 2. Logic board tester compares a reference board with a test board. Failures are analyzed 
by the computer, which prints out diagnostic messages. 
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from the computer specifies the key code. There are 
four lines to the card reader: learn mode switch, 
motor switch, head switch, and file protect switch. 
The read/write test circuit is a 15-state controller 
with instruction decoding for determining when to 
shift the read/write data pattern in and out. To simu- 
late the magnetic card, reference write patterns are 
stored in two 600-bit shift registers. A third 600-bit 
shift register is used as a counter to keep track of how 
many shifts have been done. 

Card Reader Testing 

To make the card reader circuit read or write it is 
necessary to close the motor switch and the head 
switch. Then the condition of the learn mode switch 
line specifies whether the unit will read or write. The 
file protect line specifies the condition of the write 
enable line. 

The test sequence consists of writing a test pattern 
from each of the two logic boards and comparing the 
pattern of the reference board to that of the board 
under test. The reference patterns are stored in two 
600-bit shift registers. The next step is to read the 
same pattern back into the calculator and then write 
it back out again. The second write sequence is used 
to verify that the read circuit is functioning properly. 
The write enable line is tested by making the file pro- 
tect signal a logical zero on the first write sequence 
and a logical one during the second write sequence. 

Overall Test Sequence 

The steps in the test sequence are as follows: 

■ Power off, push start button. 

Turn power on, set time delay (this allows the 
power supply to rise to the proper level). 

■ Test power supply and clock for proper high 
and low limits. Also test if power-on pulse was 
given properly. If not go to error routine. 

■ If everything is correct give a pseudo power-on 
(PWO) signal. This sets the starting address to zero. 

■ Test if both systems are in synchronism and if 
not, slow the clock to the unit under test until 
both systems are in synchronism. 

■ Release power-on pulse and start comparison 
test. When display has turned on and no error 
has occurred, flag computer for first key code 
sequence. 

« After receiving first key code, enable key code 
matrix and continue to enable until display turns 
off. 

* Wait until calculator display has turned back 
on again. 

■ Test if calculator is ready for its next test se- 
quence, which can be through the key lines again 
or through the card reader lines. 



■ The test sequences are continued until the 
computer gives an end code. Then the "good" 
light turns on. 

■ If an error occurs the tester generates an error 
code corresponding to that fault. The computer is 
then flagged with the error line high. 

■ The computer then sends back a series of output 
select codes to specify which information is to 
be sent back to the computer. After the computer 
has received all information from the tester, an 
end code is sent to the tester. The tester turns on 
a "bad" light. 

■ The computer then prints out diagnostic 
messages. 

Test Time 

The time required for testing a logic board is deter- 
mined by the number of test sequences and the 
length of time of each function. Typical test time is 
about one minute for the complete test sequence, that 
is, for a good board. 
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Economical Precision Step Attenuators 
for RF and Microwaves 

Refinements in edgeline transmission structures and thin- 
film techniques lead to wideband step attenuators that are 
smaller and less expensive than previous models. 

by George R. Kirkpatrick and David R. Veteran 



ATTENUATORS ARE SIMPLE enough in concept 
but not so simple to execute for RF and micro- 
wave frequencies. This is particularly true when 
switchability without loss of accuracy is needed. 

The usual way to switch attenuation levels at mi- 
crowave frequencies has been to replace a short sec- 
tion of coaxial line containing an attenuator pad with 
another section. The need to make an RF leakproof 
contact to the outer conductor while making solid 
contact to the coaxial section's center conductor com- 
plicated the design. Variations in center and outer 
conductor contact impedance led to problems in re- 
peatability. 



The repeatability problem was alleviated by the 
development of the edgeline transmission system. 1 
In this system, the center conductor is a flat ribbon sus- 
pended between and at right angles to a pair of paral- 
lel conducting planes that comprise the outer con- 
ductors. The center conductor can be flexed from one 
contact to another to switch signal paths. There is no 
need to switch the outer conductors — only the center 
conductor is switched. 

This concept has now been refined, leading to new 
attenuators (Fig. 1) that are small enough to place in- 
side compact instruments and inexpensive enough 
for general bench use wherever the level of RF or mi- 




Fig. 1. New wideband step 
attenuators are much smaller and 
also less expensive than similar 
types. The basic attenuator is sup- 
plied with a choice of connectors 
and with a base for bench applica- 
tions, or without the base and dial 
for built-in applications. 
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crowave power needs to be controlled accurately. 

Single Conductor Switching 

The basic microwave structure of the new attenua- 
tors follows the method used successfully in the HP 
33,300 series programmable step attenuators. 2 The 
flat, flexible center conductor is bent in one direction 
to make contact to a thin-film attenuator pad and in 
the opposite direction to contact a short length of 
transmission line that establishes a straight-through 
path (Fig. 2). Since the internal fields are concen- 
trated along the edges of the center conductor, the 
switching points are well isolated from each other. 

The mechanics of making contact cause a small 
wiping action that makes good electrical contact 
without creating the problems of lubrication, wear, 
and contact contamination associated with other de- 
signs. With this switching arrangement, repeatabil- 
ity of attenuation settings is exceptionally consis- 
tent over the life of the instrument: within 0.02 dB for 
at least 100,000 rotational cycles. 

Mechanical Details 

The basic attenuator structure is shown in Fig. 2. 
Attenuator sections are cascaded and switched in or 
out in combinations to give the desired attenuation. 
There is one 10-dB section, one 20-dB section, and 
one or two 40-dB sections, depending on the model. 

Each switch consists of a pair of gold-plated, beryl- 
lium-copper leaf springs that form the center conduc- 
tor. These are deflected to one side to contact the at- 



tenuator section or to the other side to contact a sec- 
tion of transmission line that serves as a bypass. 

The attenuator elements are thin-film 7r-like pads 
using tantalum resistive films on sapphire substrates 
(Fig. 3). The thin-film technique enables the resistive 
pads to be constructed as part of a transmission-line 
structure with negligible stray reactance and, hence, 
with broadband accuracy. Precise control of dimen- 
sions assures a good impedance match to the trans- 
mission line and good accuracy without hand touch- 
up (see Fig. 4). With all attenuator pads switched in, 
accuracy of the 1 10-dB models is within ±4% up to 
18 GHz with respect to (and traceable to) NBS stan- 
dards. SWR of the same model is less than 1.5 at 8 
GHz and still below 1.9 at 18 GHz. 

The inherent stability of the sapphire-tantalum 
combination reduces the power sensitivity of the at- 
tenuators to extremely low levels: less than 0.001 dB/ 
dB/watt. The thin-film process also enables the atten- 
uator elements to be dimensioned so that the electri- 
cal length of an attenuator section is very close to that 
of the associated bypass transmission line. Differen- 
tial phase shift for the 10- and 20-dB sections is thus 
less than 2° per GHz and that of the 40-dB section is 
less than 1° per GHz. 

In working out the design, the dimensions of the 
new attenuators were scaled down to the equivalent 
of a 3.5-mm coaxial line, one-half those of the earlier 
attenuators. The trade-off was in power handling ca- 
pability (1 watt average or 100 watts peak for a 10 /is 
pulse in the new attenuators versus 2 watts average 
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Fig. 3. Attenuator pads use the edgeline structure with the 
outer conductors sandwiched into the walls of the attenuator 
when assembled. Thin-film tantalum pads behave as true 
distributed elements with negligible stray reactance. 

or 500 watts peak in the earlier ones). The new atten- 
uators, on the other hand, require only IV2 square 
inches of panel area when mounted in an instru- 
ment. 

Economical Construction 

Considerable economies were achieved by mold- 
ing the center conductor support structure with a proc- 
ess that molds two plastics in one operation, using 
the second plastic as a hydraulic fluid to control its 
own gating. The support base is a polyiron and glass 
filled plastic that anchors the mounting posts for 
the leaf springs and bypass sections. The glass fill 
matches the plastic's thermal expansion to the alu- 
minum housing and the polyiron suppresses higher 
order waveguide modes within the attenuator. The 
mounting posts are made with an unfilled plastic. 

The leaf springs are depressed by cams acting 
through rocker arms and plastic rods and returned to 
the opposite position by springs acting on the rods. 

Eight Versions 

There are at present two basic attenuators in the 
new series, one with a range of to 70 dB (Model 
8495A/B) and one with a range of to 110 dB (Model 
8496A/B). Both switch in 10-dB steps and have a char- 
acteristic impedance of 50 ohms. Attenuators with 
other ranges and step sizes are under development. 

Each of the basic attenuators is manufactured in 
two verisons, one that has a frequency range of dc to 
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Fig. 4. Graphs show the performance of a typical Model 
8495B 70-dB Step Attenuator. The fine lines delineate the spe- 
cified tolerances. The values indicated by the curves for the 
10-, 20-, and 40-dB steps are attenuation levels with respect 
to the 0-dB setting. The graph of SWR is for the 0-dB setting 
and represents the maximum value for a typical attenuator; 
the SWR of other attenuation steps is lower in value. 

18 GHz (B models), and a less expensive version that 
operates from dc to 4 GHz (A models). Each of these 
is supplied either with a dial readout and a stand for 
bench applications, or as a component for builtin ap- 
plications without the dial and stand (Models 
33.321/2A/B). The bench versions are available with 
a choice of connectors: type N, SMA, or APC-7. 
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SPECIFICATIONS 

HP Models 8495A/B and 8496A/B Coaxial Step Attenuators 



MODEL NUMBER* t 


8495A 
(33321 A) 


8495B 
(33321 B) 


8496A 
(33322A) 


8496B 
(33322B) 


Frequency Range (GHz) 


0-4 


0-18 


0-4 


0-18 


Attenuation Range 
Residual Attenuation 


0-70dB in 10-dB steps 
0.4 + 0.07dB/GHz max 


0-110dB in 10-dB steps 
0.6 + 0.09dB/GHz max 


Maximum SWR (at 
either connector 


OC-8GHz:1.35 I DC-8GHz: 1.5 
1.35 8-12.4GHz: 1.5 I 1.5 ' 8-12.4GHz: 1.6 
12.4-18GHz: 1.7 I 12.4-18GHz: 1.9 



'Numbers in parentheses are OEM versions without knob, dial or stand. 



ATTENUATION ACCURACY (±dB, 


referenced to 0-dB setting): 




MODEL 


Frequency 




Attenuator Setting (dB) 




♦ 


Range (GHz) 


10 20 


30 40 50 60 70 80 90 


100 110 


8495A 
(33321 A) 


0-4 


0.2 0.4 


0.5 0.7 0.8 1.0 1.2 




8495B 


0- 12.4 


0.5 0.7 


0.9 1.2 1.5 1.8 2.1 - - 


- - 


(33321 B) 


12.4 - 18 


0.6 0.8 


1.2 1.6 2.0 2.4 2.8 - - 


- " 


8496A 
(33322A) 


0-4 


0.2 0.4 


0.5 0.7 0.8 1.0 1.2 1.3 1.5 


1.6 1.8 


8496B 


0- 12.4 


0.5 0.7 


0.9 1.2 1.5 1.8 2.1 2.4 2.7 


3.0 3.3 


(33322B) 


12.4 - 18 


0.6 0.8 


1.2 1.6 2.0 2.4 2.8 3.2 3.6 


4.0 4.4 



CHARACTERISTIC IMPEDANCE: 5011 

REPEATABILITY: typically ±0.02 dB 

LIFE: 100,000 rotational cycles 

POWER HANDLING CAPABILITY: 1W avg, 100W peak (10>uS pulse) 

POWER SENSITIVITY: 0.001 dB/dB/W 

TEMPERATURE COEFFICIENT: 0.0001 dB/dB/°C 

DIMENSIONS 8495A/B 8496A/B 

INCHES: 5-1/8L x 2-1/8W x 1-11/16H 6-1/4L x 2-1/8W x 1-11/16H 

MILLIMETERS: 130 x 54 x 43 159 x 54 x 43 

WEIGHT: 1 lb (0.45 kg) 

PRICES IN U.S.A.: 8495A, $280. 8495B, $400. 8496A, $400. 8496B, $540. 
Prices are with type N or SMA jacks. With APC-7 connectors, add $50. 

MANUFACTURING DIVISION: STANFORD PARK DIVISION 
1501 Page Mill Road 
Palo Alto, California 94304 
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the design of the 8551 A Spectrum Analyzer and the 31 2A 
Wave Analyzer. Dave takes his turn with his flying club's Ces- 
sna 1 72 and he also races an El Toro with the HP sailing club. 
He and his wife have two daughters, 13 and 15. 

George R. Kirkpatrick (left) 

At HP since 1956, Bob Kirkpatrick has designed a consider- 
able number of coaxial components, including work on the 
swivel joints, bias networks, transistor fixtures, and other 
hardware needed by the HP network analyzer systems. He 
was also responsible for s-parameter test sets in the 8740 
series. Bob earned his BSEE degree at the California State 
Polytechnic College and his MSEE degree at Santa Clara 
University. After hours, he serves as president of the HP Easy- 
Speakers, an in-house equivalent of Toastmasters, and on 
week-ends he works at tilling and grading the 1-acre of land 
around his home in Los Altos Hills with a 1928 Caterpillar 
tractor, with advice from his four children, ages 11 to 16. 
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